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The initial approach to intracranial aneurysm surgery was based on the Hunterian principle of proximal ligation of the feeding artery, inducing thrombosis within the aneurysm. Victor Horsley first accomplished this in 1885 by occluding the cervical carotid artery to treat an ipsilateral intracranial aneurysm. 12 In 1931, Dott 6 developed the technique of reinforcing the wall of the aneurysm by packing muscle around the sac. The indirect method of trapping the aneurysm was introduced by Dandy in 1942. These "passive" strategies, however, had a high failure rate, and courageous surgeons concluded that aneurysms needed to be directly attacked. This manuscript is a brief account of their adventurous efforts.
PIONEERING ERA IN ANEURYSM SURGERY
The modern goal of intracranial aneurysm surgery is to isolate the thin-walled aneurysm from arterial flow while maintaining the normal patency of the parent artery and adjacent branches. On March 23, 1937 , Walter Dandy was the first person to accomplish this by applying a V-shaped, malleable silver clip to the neck of an internal carotid artery aneurysm. 4 Dandy's report is a fascinating account of a 43-year-old alcoholic man with a painful right third cranial nerve palsy. A diagnosis of "aneurysm along the circle of Willis" was contemplated. The patient underwent a "hypophyseal" approach, and surgery was facilitated by marked cortical atrophy. Dandy noted that "the small neck of the aneurysm afforded an easy surgical attack," and he proceeded to obliterate it completely by using a flat clip. The patient did well, with rapid resolution of the third nerve palsy. What is astonishing about this accomplishment is that angiography was not used, despite its development by Moniz 17 in 1927. 13 Herbert Olivecrona modified the malleable silver clip by adding winged blades, an innovation that allowed the clip to be reopened if placement was suboptimal. 18 These clips, however, could crush the aneurysm neck and cause shearing and tearing. To overcome these limitations, Schwartz introduced miniaturized spring forceps as clips. 15 McFadden, 16 in his scholarly treatise on the origins of spring forceps, pointed out that they were invented in 1840 by the French instrument maker Joseph Charriere. His strategy of crossing the legs of the forceps was the most important alteration of the basic forceps mechanism since its invention in prehistoric times. 16 This reversed the action of the forceps, opening when compressed and closing when released, and created a self-closing and selfholding clamp that could be applied and removed with one hand. 16 Schwartz' clip was designed as a temporary device but, in the absence of alternatives, was placed permanently in many patients. The clip was large and the applicator awkward, leading Mayfield to make modifications in 1952. 15 He and Kees, an engineer, slimmed the size of the shank as much as possible and produced clips of variable length, from 6 to 15 mm. Various combinations of forward-and lateral-moving angles to the blades were created. Serrations could be added to the blades to increase purchase and reduce the risk of slipping. Mayfield chose stainless steel 301, believing that it was malleable while retaining adequate spring recoil. Interest-ingly, at that time he managed to persuade seven human volunteers to undergo surgical exposure of their temporal arteries and to have them temporarily clipped. Fortunately, they concluded that risk of delayed thrombosis was "extremely low." 15 Mayfield and Kees also designed a clip applicator with tweezerlike dexterity and a drop lock. 15 In the following decades substantial modifications to the basic Mayfield clip were introduced as various neurosurgeons suggested improvements. The Drake clip incorporated an aperture in the blades, preserving arteries or nerves adjacent to the aneurysm neck. Fox 9 described how Drake's clip was made overnight by Kees, just in time for him to treat surgically a basilar artery aneurysm and still protect the posterior cerebral artery. Del Maestro's account 5 of the history of the fenestrated clip indicates that it followed the aphorism "Nihil simul inventum est et perfectum (Nothing is invented and perfected at the same time)." Alexander noted that the cross legs of clips could act as scissors and sever vessels, prompting Mayfield to separate the legs to prevent this complication. 15 Chaffee 1 bent the straight tips of Mayfield's clip, allowing their tapered and overlapping tips to bypass each other and reduce risk of slippage. The modification introduced by McFadden 15 was to create round instead of flat blades and to blunt their tips. The Lougheed-Kerr spring clip was an unusual variation, in which an attached ring provided the spring action of the clip. The ring could be placed through different apertures in the clip base, altering its closing force. The clip could also be rotated in any direction in the clip holder.
9,14 Scoville's innovation 19 was to place a coiled spring with an axis parallel to the plane of clip closure. 9 Heifetz 11 designed a clip with an internal, nonfatiguing wire spring to close the clip, in which the jaws were slightly rounded and serrated. 9 An important advance was made by George Smith, who used a vessel-encircling clip to attack aneurysms on the arterial wall opposite the surgeon. 9 Sundt and Nofzinger 22 expanded on this notion by developing a Teflon-lined, encircling clip-graft. Their clip could be used in emergency situations to reconstruct torn vessels. Selected clips from the pioneering era are presented in Fig. 1 .
MODERN ERA IN ANEURYSM SURGERY
Routine use of the microscope placed new demands on the design of aneurysm clips, particularly because surgeons had to navigate increasingly narrow and deep surgical corridors. Yaşargil, et al., 25 therefore developed a cross-action spring clip with strong closing pressures and a narrow base, which increased one's visibility of the aneurysm neck. Sugita, et al., 21 created very long clips, up to 4 cm, which were used effectively to treat giant and deeply located aneurysms. 24 They also developed bayonet clips and applicators, minimizing visual obstruction in the operative field. Interestingly many of their creations were based on Drake's ideas, gleaned from a visit to London. 5 Unfortunately, Drake could not persuade Kees to modify the clip angles and lengths, as the latter believed this would be too expensive. Sugita returned to Japan and began manufacturing modifications to the Drake clip, which "turned out to be a best seller," according to Drake. 5 The design of aneurysm clips also had to become compatible with magnets once MR imaging was introduced; many companies made titanium clips. Few are aware that Steiner devised the first titanium clip, albeit to reduce artifacts computerized tomography scanning. 23 The Spetzler clip is a good example of one that underwent rigorous testing of MR imaging compatibility and demonstrated an adequate safety profile. 20 The Spetzler clip is made of commercially pure titanium and has been proven safe at 4.3 tesla. Because the blades have DeBakey-style interlocking sinusoidal grooves, the contact area on the aneurysm neck is increased and slippage is reduced. They are so-called "smart clips" with metallic memory capabilities. It is apparent that a veritable catalog of clips has been created over the years, including temporary, "piggyback," perforated clips to hold sutures and splayed tips to reduce risk of aneurysm perforation. 2, 8 D. F. Louw, W. T. Asfora, and G. R. Sutherland Unfortunately, the development of aneurysm clips is a tale not merely of triumph but one of tragedy. Dujovny, et al., 7 noted that many of these previous experiences with aneurysm surgery were conducted using clips of unknown biocompatibility and metallurgic patterns. Manufacturers lacked quality-control procedures for clip closing pressures as well, and remarkably one even recommended that the clip undergo assessment by applying it to the skin of the thumb. This supposedly generated pain proportional to closing pressure. Hence, corrosion of clips caused catastrophic hemorrhage in a few patients, and a patient in whom an incompatible clip had been placed died during an MR imaging session. 7 In response, the American Society for Testing and Materials Committee developed strict guidelines for brain clip biocompatibility and measurement of clip closing forces. The committee advocated stringent biomagnetic compatibility. Manufacturers using nonapproved materials had to do so at their own risk, and several clip types disappeared from the marketplace. 7 To improve quality, many manufacturers of aneurysm clips required that dedicated workers produce a specific clip type and length only. Figure 2 left displays a selection of clips used in the modern era of aneurysm surgery and Fig.  2 right shows the single Olivecrona clip applicator in contrast to the selection of applicators available for the Yaşargil, or Aesculap clips.
It is tempting to speculate on the direction of aneurysm clip design. Perhaps we may create "intelligent" clips that have sensors in their tips, preventing perforating injury to distal structures. More advanced pre-and intraoperative imaging modalities would improve three-dimensional characterization of aneurysm anatomy, optimizing clip selection. Combined with novel technology, this could allow the rapid manufacture of "designer" clips that would be tailored to each patient's angioarchitecture. Nanotechnology would allow development of robust, light, and highly biocompatible materials that could be used to construct new clips. Aneurysm clip applicators would consequently change and could be made in a variety of different shapes to minimize obstruction of the surgical field. These futuristic clips could be married to robotic technology. Modern robots are already capable of movements with submillimetric accuracy, and miniature optical force/strain sensors can detect changes as low as 10 mN. Such advances will become increasingly important as endovascular intervention eliminates the simpler aneurysms from the surgeon's palette.
